A data collection system for gathering electrical impedance measurements from the human breast.
A data collection system for gathering electrical impedance measurements from the human breast is described. The system consists of 16 electrodes which are held in a ring that encompasses the breast. The system, which is battery operated, is controlled by a microprocessor enabling computer control of electrode selection and storage of data.